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https://www.hemocue.us/en-us/knowledge-center/instructional-videos


HemoCue 301 Liquid Controls: Eurotrol

• Tests  the integrity of the Microcuvettes, the Hemocue
& the expertise of the lab tech.

• Liquid Controls are done weekly.
• Self-test is done daily (simply turning on the Hemocue).3



Use Consistent Storage 
Regarding Temperature

• Eurotrol Hb 301 Control should be stored 
unopened in the refrigerator at 2-8º C (35-46º F).

• Closed Shelf Life: 9 months at 2-8º C.
• This guaranties stability until the expiration date 

as indicated on the vial and outer box.
• After opening, the vial is stable for 30 days at 

refrigerator or room temperature.
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LIQUID CONTROL
BOTTLES DOCUMENTATION

Be sure to document Open Dates and 
Expiration Dates on Liquid Control Bottles
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Information from the LIQUID CONTROLS insert 
& MICROCUVETTES will be documented here. 



Liquid Controls
Expiration Dates
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(40°C × 9/5) + 32 = 104°F



Hb301 Microcuvette
Expiration Dates
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• Closed & Opened Expiration Dates will normally
be the SAME for the microcuvettes. 

• Upon opening bottle, Write date opened on bottle.

• Unusual circumstances: 
=> If stored at Extreme Temp: -18 to 50º C, 

Microcuvettes will expire in 6 weeks.
=> This can occur during shipping/travel.
=> Manufacturer should label the microcuvette 

package with the new expiration date. => 
For more explanation, call: 

Technical Support: 800.426.7256
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Expiration Date is the Manufacturer’s Expiration Date
Storage outside of 50 – 104 degrees F will decrease shelf life.
Document this data on the WIC Hemocue QC Log and WIC client Log.

Microcuvettes: Expiration Dates
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• Warm liquid control vials to room 
temperature (18-25ºC) at least 15 min.
prior to use.

• Hold the vial upright & roll the vial 
between the palms of your hands 
several times.

• Gently invert vial 8-10 times & roll 
between the palms for 2-3 min. 

• Blood cells should not cling 
to the bottom of the vial

• Never shake vials

PROCEDURE 



PROCEDURE CONTINUED

1. Place one drop on a non-permeable material
such as tape, alcohol prep pad wrapper, or 
plastic

2. Insert the tip of the microcuvette into the drop
3. Wipe any residual control material from the sides 

with a piece of gauze
4. Check to see that there are no air bubbles
5. Place microcuvette into Hemocue holder and 

close
6. Record the result on the QC Log.
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DOCUMENTATION
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QUALITY CONTROL

• Rotate staff to do weekly controls to ensure 
quality assurance

• Attach liquid control insert to lab sheet
• Save for 3 years and 150 days
• Lab sheets with controls can be removed 

from the lab after 2 months if desired and 
stored in another location. 
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Trouble Shooting: Measurement On Control 
Materials are out of Range: Too High or Too Low
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Trouble Shooting: Action
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HemoCue Contact

18



QUESTIONS?
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